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Lithotripsy Shielding 

A lithotripsy unit is to be operated in a room that complies with Radiation Safety 

Standards. Operating or procedure rooms in which a lithotripsy unit is used must have a 

steel or leaded door, as well as shielding for windows in these rooms. If a unit is to be 

used in an area that does not meet these criteria, approval of the radiation shielding 

must be obtained from the Radiation Safety Section prior to clinical use in that location. 

For detailed information, click on this link to the Radiation Safety Web Site.  
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